One of the most important parts of the mock collection proficiency test is the verbiage and giving the donor instruction. Once you begin the test, the concept is that the donor is now looking to you for instruction.  In addition to the verbiage, we must ensure that the CCF is being completed properly and in the correct order.


The DOT BAT mock collections will be comprised of the following:

7 Consecutive Error Free DOT BAT collections
· 3 Uneventful collections
· Operator Termination
· Donor Refusal
· Positive with Confirmation


Uneventful Collections: 99% of your real DOT BAT tests will be uneventful with no issues at all. These are donors that are complete the test with no problems or issues.

Operator Termination:  If the BAT operator is unable to complete the test for any reason beyond their control, such as weather, fire, or natural disaster the operator is able to terminate the test without it being a donor refusal. After you have entered the subject ID, performed the air blank test and moved into the “Auto Test”, press the power button. This will prompt you to terminate the test, press the execute button to change the “Quit Test?” answer to yes and then press the function button, this will prompt “operator termination” press the function button. This will terminate the test and you are now able to print a sticker.  Also. you must list a remark as to why this test was terminated.

Donor Refusal: If the donor chooses to refuse any part of the collection process we as collectors are still tasked with sending in the necessary paperwork to the DER. Any refusals need to be fully documented in the remarks section of the CCF. After you enter the subject ID, complete the air blank and have moved into the “Auto Test”,  you will press the on/off button. This will prompt you to terminate the test, press the execute button to change the “Quit Test?” answer to “yes” and then press the function button, this will prompt “Select Reason” press execute button to change your answer to “Subject refusal” and then press the function button. This will terminate the test with a refusal and you are now able to print a sticker. 

[bookmark: _GoBack]Positive with Confirmation:  In the event a donor blows a .02 or greater you must show the donor their results and read the confirmation script to them.  The BAT machine will automatically count down the 15-minute lock put period.  If the donor does not comply with your instructions during the waiting period, you must note that in the remarks section on the CCF. A donor’s lack of compliance does not equal a refusal. Once the device is in the final minute, have the donor select another blow tube and affix the new blow tube to the device. At the moment the 15 minutes is up, the device will automatically complete an Air Blank. (if the old tube is on the device the air blank will fail). If the confirmation test results are higher than .02, read aloud the results, the donor will sign on step 4 and you will give copy 2 to the donor and notify the DER


